
User-friendly, color-coded reagents

Easy result interpretation
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Sample 
Diluent

Ready-to-use Positive Control Ready-to-use

Conjugate Ready-to-use Negative 
Control

Ready-to-use

Substrate Ready-to-use Wash Buffer Dilution 1:10

Stop 
Solution

Ready-to-use ELISA plate

A single protocol for all flocktype poultry assays from INDICAL

Get in touch with our experts! 
Email us: support@indical.com | orders@indical.com 
Call us: +49 341 124 54 0 
Learn more at: www.indical.com | shop.indical.com  
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Incubation: 15 min 18-25°C 
(room temperature)

450 nm (/620 nm)

Incubation: 30 min 18-25°C 
(room temperature)

Incubation: 30 min 18-25°C 
(room temperature)

flocktype IBV Ab flocktype IBDV Ab flocktype NDV Ab flocktype 
Salmonella Ab

flocktype 
Mycoplasma Ms Ab

flocktype AIV Ab

Cat. No. FT274303 
(5 plates)

FT274203 
(5 plates)

FT275003 
(5 plates)

FT275702 
(2 plates)

FT274602 
(2 plates)

FT274012 
(2 plates)

Detects 
antibodies to

Infectious Bronchitis 
Virus

Infectious Bursal 
Disease Virus

Newcastle Disease 
Virus

S. Enteritidis &
S. Typhimurium

Mycoplasma 
synoviae

Avian Influenza A 
Virus

Cut-off Negative
Suspect
Positive

S/P < 0.25 
-
S/P ≥ 0.25

S/P < 0.2
-
S/P ≥ 0.2

S/P < 0.3 
-
S/P ≥ 0.3

S/P < 0.2
S/P ≥ 0.2 and < 0.3
S/P ≥ 0.3

S/P < 0.1
S/P ≥ 0.1 and < 0.2
S/P ≥ 0.2

S/P < 0.3
-
S/P ≥ 0.3

Validation criteria Mean ODPC – Mean ODNC ≥ 0.2 
Mean ODNC ≤ 0.2

Mean ODPC ≥ 0.7 
Mean ODNC ≤ 0.2

Scan QR code for 
detailed product 
information and 
to order online:
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1 Sample incubation 
100 µl

Dilute Wash Buffer 
Concentrate Step 2

Sample Dilution 
Step 1 Step 3 Step 4

4 Wash 3 x 
300 µl2 Wash 3 x 

300 µl 5 Add Substrate 
100 µl3  Add Conjugate 

100 µl 6 Add Stop Solution 
100 µl 7 Read results 

within 20 min

pos neg

25 ml

225 ml 

5 µl245 µl
90 µl 10 µl 

pos negpos neg pos negpos neg pos neg

Harmonized and convenient indirect ELISA protocol
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flocktype ELISA preparation

For one plate add 25 ml Wash 
Buffer concentrate to 225 ml 
of distilled water and mix

Add 245 μl of Sample Diluent 
to predilution tube or  
predilution plate 

Add 5 μl of sample to  
predilution tube or  
predilution plate and mix

Add 90 µl of Sample Diluent  
to ELISA plate

Add 10 μl of prediluted  
sample to ELISA plate and mix


